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ABSTRACT
We present an analysis of the registration component of a proposed image guidance system for image guided
liver surgery, using contrast enhanced CT. The analysis is performed on a visually realistic liver phantom and
in-vivo porcine data. A robust registration process that can be deployed clinically is a key component of any
image guided surgery system. It is also essential that the accuracy of the registration can be quantified and
communicated to the surgeon. We summarise the proposed guidance system and discuss its clinical feasibility.
The registration combines an intuitive manual alignment stage, surface reconstruction from a tracked stereo
laparoscope and a rigid iterative closest point registration to register the intra-operative liver surface to the
liver surface derived from CT. Testing of the system on a liver phantom shows that subsurface landmarks can be
localised to an accuracy of 2.9 mm RMS. Testing during five porcine liver surgeries demonstrated that registration
can be performed during surgery, with an error of less than 10 mm RMS for multiple surface landmarks.
1. INTRODUCTION
The successful implementation of an image guidance system for laparoscopic liver resection has the potential
to improve the feasibility of laparoscopic resection for patients with tumours located in surgically challenging
locations. If done well, laparoscopic resection can have equivalent curative results to open surgery but with
shorter recovery times.1
Whilst image guided surgery of the liver is complicated by the motion and deformation of the liver, there
are aspects of liver surgery that make it an ideal candidate for image guided surgery. Liver resection involves
removing one or more segments of the liver, cutting through and sealing off their blood supply. This process
requires a good understanding of the individual liver anatomy and its blood supply. For this reason there are now
multiple companies offering image segmentation services that convert contrast enhanced computed tomography
(CT) to patient specific volumetric models (for example www.visiblepatient.com and www.mevis.de). Such
models can be used for procedure planning or referred to during surgery, for example via a screen2,3 or by 3D
printing of the liver.4 Using the pre-operative images in this way requires the surgeon to mentally map the model
to the visible patient anatomy. In theory, the process can be improved by registering the model to the patient
with a computer assisted surgery system, reducing the cognitive load on the surgeon.
Registering the model to the patient with a computer assisted surgery system introduces three problems.
The first is actually performing the registration reliably and within a time frame compatible with the surgical
work flow. The second problem is determining and demonstrating the system accuracy. The final problem is
allowing the surgeon to understand the functioning of the system to enable confirmation that the system has
performed correctly for a given case. As registration algorithms become more complex, for example by including
deformations, the accuracy achieved should improve. However this may be at the cost of reliability or the ability
to accurately gauge the accuracy of a given registration. To date, therefore, image guidance systems for liver
surgery have used rigid registration driven by user defined landmarks or surfaces.2,3, 5 These systems provide a
robust and easily understood registration, however their accuracy is limited, of the order of 10mm.
Several groups are working on systems to improve the registration accuracy for laparoscopic image guided
liver surgery. Several authors,6,7 have examined using intra-operatively digitised surfaces to drive biomechanical
model based deformation of the liver. Mountney et al.8 propose using intra-operative cone beam CT to drive
a biomechanically informed non rigid registration. They further refine the registration using intra-operative
landmarks acquired using simultaneous localisation and mapping (SLAM). These systems have the potential to
provide accurate registration, however at present they require a significant interruption to the surgical work flow,
and it is difficult to validate the correct working of the algorithm for an individual case.
The system presented in this paper couples a simple rigid body registration with dense surface patches
reconstructed intra-operatively from stereo high definition video and localised using an optical tracking system.
The system removes the need for manually defining landmarks and avoids the need for contact with the liver
surface with a digitising probe, as Kingham et al.2 do. Apart from requiring a stereo scope, the only extra
equipment required is an optical tracking system, (NDI Polaris Spectra∗), which is widely used in image guided
interventions and causes minimal disruption in the operating room. The surface patch reconstruction and
registration is performed interactively with a clear user interface that allows a technically able user to assess
the performance of the system in real time. The individual components are implemented as modules within the
NifTK9 software platform.
After describing the functioning of the system, this paper presents a validation of the accuracy of the system
as measured on a single plastic phantom and 3 porcine data sets. In addition to demonstrating the accuracy of
the current rigid registration, this paper also seeks to show the contribution of static and dynamic deformation
to the overall error, giving an estimate of the expected performance of more sophisticated registration algorithms
currently under development.
Assuming that a stereo laparoscope is available, the system presented here avoids the need for specialist
equipment or manual point selection to enable a rigid registration of preoperative data to the laparoscopic video
within a surgically useful time (under 5 minutes).
2. REGISTRATION METHOD
The focus of this paper is the validation of registration accuracy obtained by the proposed image guidance system.
The registration determines the correspondence between a pre-operative model, derived from contrast enhanced
CT data, to intra-operative stereo laparoscopic video. The registration method presented here is divided into five
steps performed during surgery: surface patch reconstruction, surface patch localisation, surface patch filtering
and compositing, registration initialisation, and final registration. In addition, prior to surgery the patient’s CT
data is segmented into a surface based model and important anatomy defined. Each of these stages is discussed
in the following five sections.
2.1 Pre Operative Processing
Prior to surgery the patient’s CT scan is segmented into a set of anatomical surface model, representing the
patients anatomy of interest, (i.e. liver segments, arteries, portal and hepatic veins, gall bladder, and any CT
visible tumours). Segmentation is currently performed externally using the Visible Patient service†.
2.2 Surface Reconstruction
The aim of the surface reconstruction is to determine the geometry of the visible surfaces relative to the la-
paroscope. Surface reconstruction is performed by matching features between the two channels of the stereo
laparoscope and triangulating their position using the known lens geometries. Prior to the surgery the individual
channels of the laparoscope are calibrated, as per Zhang,10 by recording multiple views of a static chequer-
board, then the camera intrinsic parameters (focal lengths, principal points, and 4 distortion coefficients) are
calculated. The calibration algorithm, including the calculation of the transform between the right and left
laparoscope lenses, is implemented in OpenCV‡, with a user interface implemented in NifTK. Approximately 50
views of the chequerboard are used during calibration.
During surgery an implementation of Stoyanov et al.11 dense surface reconstruction algorithm is used to match
features between the left and right channels. We also use a graphics processing unit (GPU) implementation12 that
∗www.ndigital.com
†www.visiblepatient.com
‡www.opencv.org
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Figure 1. For a stereo camera with a 4.5 mm baseline,
triangulation errors rapidly increase with distance from
the lens. Beyond 75 mm the triangulation is not generally
useful.
Figure 2. Nine surface patches each with an area around
30cm2 shown overlaid on the liver phantom.
can perform the matching significantly quicker. At present, however, the performance of the two implementations
is very similar due to the overhead in moving image data to and from the GPU. Currently the user interface is
set up so that the surgeon first moves the scope to a target area and the surface reconstruction is started via
an on screen button. On completion the surgeon is able to visualise the surface patch overlaid on the video, to
confirm successful operation. The reconstruction process takes around 2 seconds. At present the system cannot
differentiate between the surface of the liver and other anatomical structures. For successful operation the user
must ensure that only liver surface is with the patch before commencing reconstruction.
The position of matched features relative to the left lens is determined by projecting rays for each lens and
finding the midpoint of the line joining the rays at their point of closest approach. Triangulation is sensitive to
the distance between the camera lens (around 4.5 mm for the Viking 3DHD§ stereo scope used). Figure 1 shows
how the triangulation error increases with distance from the laparoscope lens. The practical implication of this
is that surfaces can only be triangulated reliably at distances of up to 80 mm from the lens, at which distance
the surface patch is around 30cm2 in area. Figure 2 shows a visualisation of nine surface patches overlaid on the
liver phantom. During phantom and porcine work the proposed algorithm was found to work well when the liver
surface was between 50 to 80 mm from the lens, giving surface patch areas between 14 and 36 cm2. At this scale
the human liver is smoothly curved, and cannot be relied on for registration.7,13 Therefore it becomes necessary
to gather multiple surface patches and combine them.
2.3 Surface Patch Localisation
To be useful for registration multiple surface patches must be joined together to form a wider angle model of the
liver, therefore it is necessary to determine the location of the surface patches relative to each other. Localisation
of patches is done by tracking the external end of the laparoscope using a Polaris Spectra optical tracking system.
The set up is shown in figure 3. Prior to surgery the transform between the tracking markers and the laparoscope
lens is determined as per Tsai and Reimar,14 often referred to as the “handeye” calibration. Each reconstructed
surface patch is placed within the coordinate system of the Polaris tracking system. By moving the scope after
surface reconstruction the user is able to confirm that the patch is correctly positioned on the visible surface of
the liver in real time. The system has been tested during five porcine resections, showing that sufficient (6 to
12) surface patches for registration of a single lobe can be easily collected and checked within 2 minutes.
The patch localisation process depends on correct synchronisation of video and tracking signals. Synchroni-
sation is maintained using the NiftyLink9 library to maintain time stamps on all data input streams to NifTK.
§www.conmed.com
Figure 3. The optical tracking cameras, top right, track a rigid body of three infra red reflective spheres rigidly fixed to
the external end of the laparoscope, bottom right.
Figure 4. The six coordinate systems used in manual
alignment.
Figure 5. Photo showing the reference rigid body being
used to manipulate the on screen model of the liver in the
laboratory. An estimate of the transform between screen
and tracker system coordinate systems is used to trans-
form all translations and rotations into the coordinate
system of the screen.
2.4 Surface Patch Filtering
In typical use the reconstructed surface patches consist of between 6 and 12 surface patches, each patch con-
sisting of up to 1 million points. Attempting registration with this quantity of points would be computationally
expensive, so a point cloud filtering process is used. The primary purpose of the filtering is to reduce subsequent
registration time, the filtering also serves to uniformly re-sample the point clouds so that overlapping point
clouds do not unintentionally bias subsequent registration. Filtering re-samples the point cloud by finding the
average point location per voxel. Reconstruction noise is also reduced by assuming the points belong to a single
surface with a maximum allowable surface curvature, points away from this surface are projected onto it. The
filtering is implemented using the point cloud library (PCL),15 with a graphical user interface implemented in
NifTK. Filtering currently takes around 30 seconds.
2.5 Manual Initialisation of Registration
At this stage it is possible to register the source image (pre-operative liver surface) to the target image (intra-
operative surface patches). How the registration is achieved depends on the data. At present we use the rigid
point to surface iterative closest point (ICP) implemented within VTK ¶. For the phantom, where there is no
shape change between source and target, and the surface patches are well spread over the whole liver, the ICP
algorithm is relatively insensitive to initialisation and can be run immediately with good results. For the porcine
data, however, shape changes between the source and target images and the difficultly in getting well spread
surface patches, means that the ICP has many local minima and successful registration is very dependent on an
initial registration estimate. Obtaining this estimate in an intuitive and clinically suitable is challenging. We
have implemented a novel manual alignment process that enables fast and intuitive alignment whilst maintaining
sterility in theatre.
The first stage of the alignment process is to identify the centre of the anatomy of interest in the coordinates
of the CT scan. Typically this will be the centroid of the liver lobe undergoing resection. The next stage of
alignment relies on the fact that laparoscopic surgery is tightly constrained by patient geometry, i.e. the scope is
generally inserted in the lower abdomen looking towards the patients head. Therefore the transform between the
scope lens and the anatomy of interest can be estimated prior to surgery commencing. This estimate is generally
enough to get both the modelled and the patient’s anatomy on the same video screen.
The final stage of manual alignment uses a second rigid body, which can be sterilised if necessary, to “pick
up” the virtual liver and move it in the coordinates of the overlay screen. Figures 4 and 5 show the six relevant
coordinate systems and a photo of the alignment process. In order to be intuitive we have found that it is useful
to transform all rotations and translations into the coordinate system of the screen, rather than the tracking
¶www.vtk.org
system. Being able to do this depends on knowing the rotational transform from the tracker origin to the screen
origin, which will change depending on the set up in theatre. In practice this transform can be set interactively
(in less than a minute) once all equipment is set up in theatre.
Once this is done the user/surgeon can use the additional rigid body to move the modelled liver on screen
until it overlays the visible anatomy. We have tested this process repeatedly in the laboratory on a plastic
phantom and in theatre on porcine models. The system has proven intuitive and robust, we are able to achieve
an initial estimate in under 3 minutes.
2.6 Registration
The final stage of the registration uses ICP to minimise the distance between the reconstructed surface points
and the pre-operatively segmented liver surface. The algorithm currently used is VTK’s point to surface imple-
mentation.
As porcine livers can be very thin in places we found there were occasions when the reconstructed point
clouds matched to the non visible rear surface of the liver. To avoid this a hidden surface removal algorithm was
incorporated in the registration so that only surfaces of the liver visible from the current camera position are
used for registration. The functioning of the hidden surface removal is obviously dependent on a good starting
estimate of the position of the liver relative to the camera, hence the need for a good initial estimate, see Section
2.5.
The registration itself takes less than 10 seconds to complete. The user interface enables the user to undo
any registration, and if necessary try rerunning it from a different starting estimate. We found that this was
not necessary for the phantom liver, but several attempts were sometimes needed on the porcine data to get
a visually satisfactory registration. This last point highlights the importance of a good interface design, which
enables the system to be used and its accuracy assessed in real time during surgery. The results presented in the
following sections are based on registrations performed in theatre prior to resection of the porcine liver, not on
any post operative retrospective optimisation.
3. VALIDATION METHOD
The functioning and accuracy of the system was assessed on a visually and geometrically realistic silicone phantom
and on five porcine data sets. Figure 6 shows the phantom mounted on its base. The phantom itself is made
of flexible silicone ‖, which as well as being visually realistic enables future work on deformable registration. In
order to control the shape of the phantom it is secured in place by a rigid base with 9 mounting pins (Figure 7).
For the porcine cases artificial liver lesions were created using laparoscope guided microwave ablation ap-
proximately 1 week prior to resection. After ablation the pigs underwent a contrast enhanced CT scan whilst
still insuﬄated.
The accuracy validation is accomplished by performing a registration as per Section 2 then measuring the
system error by comparing the on screen position of visible landmarks with their position as predicted by the
model. For the phantom the subsurface mounting pins were used as landmarks. For the porcine data only surface
landmarks were available.
3.1 Data Acquisition
Each validation data set consisted of a recording of a video sequence and laparoscope tracking data while the
scope was moved around the anatomy. Depending on the length and degree of motion involved, a subset of
frames (usually every 25 th frame for each channel) and tracking data were extracted from the recorded data.
Millisecond time stamping was used to ensure that the tracking and video data were synchronised. Only video
frames with tracking data within 20 ms were used for validation.
For the phantom, the registration (Section 2) is performed using video of the phantom surface. Then the
phantom is removed and a validation data set is recorded, filming the mounting pins which serve as subsurface
landmarks.
‖www.healthcuts.co.uk
Figure 6. The silicone phantom mounted on the table in
front of the stereo laparoscope. The visible part of the
liver phantom is made of visually realistic flexible silicone
Figure 7. The flexible silicone phantom is mounted on
9 rigid pins (circled) to ensure it maintains its shape in
between CT scanning and imaging with the laparoscope.
After the silicone phantom is removed the mounting pins
are used as subsurface landmarks for the accuracy mea-
surement.
For the in-vivo experiments, subsurface landmarks could not be used, so the landmark points used are on
the surface of the liver, e.g. surface ablation zones, and anatomical notches, see Figure 8. As the individual
lobes of a porcine liver can move independently, validation was limited to the lobe upon which registration was
performed. No respiratory or cardiac gating was used so the in-vivo results include errors due to the motion of
the liver, as would be expected in practice. The in-vivo data uses CT data from an insuﬄated subject.
3.2 Measuring Gold Standard Feature Projected Positions
For each frame of video used in validation, landmarks were manually identified. The resultant 2D pixel locations
form the set of gold standard feature positions for each data set. For each data set several hundred point pairs
were collected.
3.3 Estimating Gold Standard Feature Positions in World Coordinates
The second aim of this paper is to determine the contribution of various system error sources to the overall
system error. To enable this an estimate of the position of the gold standard features in world coordinates is
useful. Matching stereo pairs of the landmarks were used to triangulate the position of each landmark into
lens coordinates. The laparoscope tracking and calibration was then used to transform each point into world
coordinates. The triangulation process is noisy due to the narrow baseline of the stereoscope, however we
assume the triangulation errors are zero mean so with sufficient frames (several hundred for each data set)
triangulation errors should not affect the resulting estimates of gold standard feature positions in intra-operative
world coordinates. In any case the average triangulated position for many frames yields a location in world
coordinates that minimises the projected error. The difference between the projected location of these gold
standard points and the measured gold standard on screen positions can be used to predict the performance of
a best case performance for a deformable but intra-operatively static model. The remaining errors will be those
due to intra-operative motion, e.g. breathing motion and deformation.
3.4 Calculating Registered Model Points
For each data set the landmark points in model coordinates were manually picked in the segmented CT data. The
landmark points were transformed to world coordinates using the method detailed in Section 2. The difference
between the projected location of these points and the gold standard projected points was used as a measure of
the accuracy of the proposed method.
Although the analysis of projected error, including picking the gold standard points on screen, was done
after surgery on recorded data, the registrations used were computed in real time during surgery. It is possible
Figure 8. In our porcine experiments, the surface ablations and an anatomical notch were used for error measurement. In
the video image, the green circles show the model estimates of the gold standard (yellow crosses) locations. Presenting
the errors in pixels does not provide a very useful measure of accuracy, so the errors are re-projected onto a plane parallel
to the screen at the depth of the model point. The re-projection errors shown here are around 10 mm in magnitude.
therefore that a better rigid registration between model and world could be achieved, either with more time
spent or with some improvements to the algorithm. To predict the potential accuracy of a system where the
registration is properly optimised the following approach was used. The best case rigid registration was assumed
to be the rigid body transform that minimises the root mean square (RMS) distance between the landmark points
picked in model space and the estimated gold standard landmark points in world coordinates, see section 3.3.
This best case rigid registration between two ordered point sets can be found using the “Procrustes” formulation
as detailed in Fitzpatrick et al.16
3.5 Error Measure
Although we use a stereo laparoscope to reconstruct the liver surface, the proposed image guidance system
overlays a virtual liver model onto a 2D screen. Therefore the measure of registration accuracy is based on 2D
on-screen errors in pixels, back-projected to 3D space to convert to millimetre units. Figure 8 shows an example.
In the video image, 4 landmark points are visible, and marked using yellow crosses (the “gold standard” feature
positions). The same 4 points, identified in the CT scan, are projected onto the video image, here shown as
green circles. The difference between the yellow crosses and green circles is a 2D measure of registration error,
in pixels. As errors in pixels are of little use in interpreting the size of the errors, the on screen errors are back
projected to give errors in mm. For each observed point in the video image, the location is back projected to
intersect a plane that is parallel to the screen, and contains the corresponding model point. For each point, the
error is measured in this plane, in millimetres. Right and left channels were treated independently.
4. RESULTS
The system was tested on a phantom data set and 5 attempted laparoscopic resections of porcine livers. In two
of the porcine cases the difference in shape between the pre operative scans and the intra-operative anatomy
was so great that no meaningful correspondence could be found despite repeated attempts at registration. On
review of the data it appeared that the primary cause of the shape changes was adhesions caused by the ablation
process. As such effects should not be present on human cases no further analysis was performed on these data
sets.
Registration was achieved during surgery using the method described in section 2, and the usefulness of the
system assessed qualitatively. Figure 9 gives two examples of image overlays from the first successful porcine
experiment.
Figure 9. Two examples of image guidance overlays, from the first successful porcine resection (accuracy 8.6 mm). On
the left only the liver is shown, highlighting reasonable agreement around the edges. At the right vessels and tumours are
also shown.
Table 1 summarises the accuracy results for each successful validation experiment, one phantom and 3 porcine
data sets. For each experiment the RMS and maximum error are presented along with the number of manually
selected gold standard points used in calculation. For each data three registration methods are presented, the
best case static deformable registration (Section 3.3), the best case rigid rigid registration, and the proposed
method (Section 3.3). The columns of the table indicate the system errors captured by each registration method.
Table 1 indicates that the current registration method achieves an accuracy of around 10 mm.
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Phantom Best Static Def. - - - - - - ✔ 2.7 9.5
Phantom Best Rigid - - - - - ✔ ✔ 3.3 12.5
Phantom Proposed Method ✔ ✔ ✔ - - ✔ - 2.9 9.3
Porcine Best Static Def. - - - - ✔ - ✔ 5.1, 6.1, 6.5 20.7, 26.0, 46.7
Porcine Best Rigid Reg. - - - ✔ ✔ ✔ ✔ 7.3, 8.2, 6.9 20.2, 33.4, 48.7
Porcine Proposed Method ✔ ✔ ✔ ✔ ✔ ✔ - 8.6, 10.7, 9.0 18.2, 25.6, 43.3
Table 1. The 2 data types and 3 methods used for validation, the system errors captured by each, and results. System
errors common to all methods, laparoscope calibration and tracking, and point picking errors in the CT are omitted from
the table for clarity. Each data type and method captures a different subset of error sources, shown in the left hand
columns. The right hand columns show RMS and maximum errors for each method. Phantom results are calculated from
791 samples of 9 subsurface landmarks. Three sets of results are shown for the porcine data, one for each animal. The
number of samples for each porcine data set were, 476 samples of 4 surface landmarks, 234 samples of 6 surface landmarks,
and 483 samples of 6 surface landmarks, respectively.
5. DISCUSSION
Referring back to the results given in Table 1, the accuracy of around 3 mm for the phantom data is clinically
acceptable. The porcine data provides additional challenges of non-rigid deformation and breathing motion,
significantly reducing accuracy. The accuracy required for a useful image guidance system is as yet unknown,
Cash et al.7 aimed for 10 mm, similar to our results. Current systems in use for open surgery3,17 use rigid
registration, so will suffer the same problems with intra-operative deformations, so would be expected to achieve
accuracies between 7 and 10 mm (the last two rows of table 1). Anecdotally, the surgeons who used the system
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Figure 10. The results from table 1 can be plotted against some measure of “complexity”. At present the meaning of this
is unquantified.
in-vivo found the overlay technically impressive and useful, but have also stated an accuracy of 3 mm would be
required to ensure adequate margins.
Table 1 can be used to form a development roadmap. Plotting the accuracy figures from table 1 against some
measure of system complexity could yield something like Figure 10.
Work is ongoing to improve the registration algorithm and to integrate deformable or locally rigid registration
into the system. Early work on human data has indicated that it will be difficult to collect surface patches
containing only liver due to the smaller size of the human liver. Current work is therefore focusing on detecting
whether the reconstructed surface points are part of the liver, allowing surface points on surrounding anatomy to
be removed from the registration. This should enable improvement of the basic rigid registration algorithm. Work
is also ongoing on incorporating information from laparoscopic ultrasound into the registration.18 With sufficient
information it should be possible to use a deformable registration, to this end NiftySim19 has been integrated
into the NifTK software. The NifTK platform is modular, allowing these and other proposed enhancements
to be easily added to the existing work flow and tested. With these improvements it should be possible to
achieve accuracies of around 6 mm (based on “Porcine Best Static Deformation”) in the near future. Note that
we expect slightly better results on human data, due to tighter constraints on liver motion and less breathing
motion, though this is yet to be demonstrated. Achieving accuracy better than this will require either dynamic
(primarily breathing) motion models and or improved laparoscope tracking.
The projected error used here effectively removes the errors in the camera normal direction. Whilst this is
valid for a 2D overlays, different visualisations may require 3D errors to be known. At present, the triangulation
errors due to the small distance between the stereo lenses overwhelms the system errors. Work is ongoing to
present a meaningful 3D error. The use of insuﬄated CT data reduces registration errors, but could not be
applied to humans. We are currently investigating how to map from non-insuﬄated CT to the surgical scene
inside an insuﬄated patient.
We have described a working laparoscopic image guidance system for liver resection. The system is novel
and capable of performing registration in a sterile setting in around 5 minutes. We propose that clear reporting
of numerical errors will provide easier comparison with other systems under development.
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